"Concertina" effect during angioplasty of tortuous right and left coronary arteries and importance of using over-the-wire system: a case report.
A case wherein "Concertina" effect appeared during angioplasty of both right and left coronary arteries is described. Also, the advantages of using an over-the-wire system in such cases are stressed especially when extreme tortuosity and total occlusion are present together.